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Essentials
• The thromboelastograph TEG ® 6s is a new technology that applies resonance-frequency for measurement of blood viscoelasticity and uses disposable multichannel microfluidic cartridges.
• We studied the correlation of TEG ® 6s parameters to direct oral anticoagulant (DOAC) levels in 9 healthy volunteers after oral intake of DOACs.
• TEG ® 6s reaction time demonstrated highly significant correlation with dabigatran, rivaroxaban, and apixaban blood concentrations.
• The reaction time demonstrated high sensitivity and specificity to detect DOAC concentrations of ≥50 ng/mL.
| INTRODUC TI ON
The direct oral anticoagulants (DOACs) are gaining ground among both patients and clinicians for their ease of use with fixed daily doses without the need for repeated testing of the coagulation.
The ability to assess the hemostatic effect of the DOACs may be surgery, in addition to routine coagulation tests in management of peri-and postoperative bleeding, and to reduce infusion of blood products. 4, 5 There are limited clinical data on the antithrombotic effect of DOACs. Most published data are from in vitro experiments testing the correlation of increasing drug concentrations and reaction time (R). [6] [7] [8] The majority of these studies were performed on TEG ® 5000 using a kaolin assay. The TEG ® 5000 with kaolin assay had a number of limitations, including the need for experienced operators and manual mixing of citrated blood with kaolin or other reagents prior to analysis. The technology was inherently sensitive to vibration. Finally, the kaolin assay was less sensitive to the effect of apixaban as compared to dabigatran and rivaroxaban. 9 The TEG ® 6s 
| MATERIALS AND METHODS

| Study design
The study was approved by the local institutional review board and was performed in accordance with the Helsinki II declaration. We en- 
| Thrombelastography
The principles of the thromboelastographic measurement were previously described. 3 The basic TEG parameters include the R and coagulation time (K) in minutes, the angle of alpha in degrees, and the maximum amplitude (MA) in mm. Because both K and angle of alpha express the speed of clot formation, we chose to display only the angle of alpha and not the K in the present paper and as previously discussed. 13 We used the thrombelastograph TEG ® 6s. The details of this new technology have been described previously by
Gurbel et al 10 . The TEG ® 6s applies resonance-frequency to vibrate a very thin layer of blood dispersed over a miniature ring inside the cartridge system. The degree of fluctuation of this film of blood is correlated to its viscoelasticity and is displayed over time as the blood clots. This technology, with the use of the premixed disposable multichannel microfluidic cartridges, is in contrast to the previous models' torsion wire with pins and cups. A citrated whole blood sample (0.6-0.7 mL) is pipetted into the entry port of the cartridge, which directs the blood into 4 separate analysis channels each containing different dried reagents based on the type of cartridge used.
The global hemostasis cartridge that is currently commercially avail- 
| Measurement of DOAC concentrations
Plasma was separated from each sample. We used chromogenic anti- 
| Statistical analysis
We determined the correlation of TEG parameters (R, alpha, and MA) with DOAC concentrations using Pearson's correlation coefficient and linear regression models.
Alteration of each TEG parameters over time was analyzed for each DOAC agent using repeated-measures analysis of variance. All data were presented as mean and standard deviation (SD), unless otherwise indicated. P < 0.05 (2-tailed) was considered statistically significant.
The clinically relevant DOAC concentration cutoffs based on current available literature are 30 ng/mL for urgent invasive procedures with high bleeding risk, 14 ng/mL for antidote administration 15 and 100 ng/mL for thrombolysis in stroke. 16 The receiver operating characteristic curve was calculated for sensitivity and specificity of R for these concentrations of DOAC agents. We used Prism software version 8 (GraphPad Software Inc., La Jolla, CA) and MedCalc version 14.12.0 (MedCalc Software bvba, Ostend, Belgium) for data analysis.
| RESULTS
Nine healthy male volunteers (mean age, 41 ± 12 SD; median, 39;
and range, 25-59 years old) enrolled in the study. In the present study, the highest concentrations for dabigatran were achieved at 3 hours, with mean concentration of 102 ng/mL ± 48 SD (median, Figure 1A ).
The alteration of TEG ® 6s parameters R, alpha, and MA over 3 hours after intake of a single dose of DOAC is displayed in Table 1 . R was significantly increased at 1 and 3 hours after administration (Table 1 and Figure 1A ). The scatter diagrams of DOAC concentrations against R are displayed in Figure 1B . The R was strongly correlated with DOAC concentrations (r = 0.94 for dabigatran using DTI channel, r = 0.93 for rivaroxaban, r = 0.83 for apixaban using AFXa channel; P < 0.0001 for all). The deviation of alpha from baseline was minimal but statistically significant at 3 hours for both dabigatran using the DTI channel and apixaban using the AFXa channel. The MA had no significant deviation from baseline. There were no significant correlations between DOAC concentrations and K, alpha, or MA. To demonstrate the advantage of the DOAC-specific cartridge as compared to standard CK assay, R from the CK channels (R CK ) were displayed in Table 1 .
The R CK times for dabigatran and rivaroxaban were significantly increased as compared to baseline but not to the same extent as the DOAC-specific channels. The R CK times for apixaban were not significantly increased at peak apixaban concentrations.
The total analysis time to obtain all TEG parameters including R, alpha, and MA once the sample had entered the TEG device was 30 to 50 minutes. If the focus was to obtain the isolated R value, the analysis time was as indicated in Table 1 within 3 to 7 minutes of the analysis start.
The sensitivity and specificity of the R to detect dabigatran concentrations ≥30, ≥50, and ≥100 ng/mL using DTI channel, rivaroxaban and apixaban concentrations ≥30, ≥50, and ≥100 ng/mL using the AFXa channel are displayed in Table 2 .
| DISCUSSION
To our knowledge, this is the first study to evaluate the utility of TEG ® 6s in assessment of the anticoagulant effect of the most commonly used DOACs, dabigatran, rivaroxaban, and apixaban, through serial measurements over time. The TEG parameters were correlated with DOAC concentrations using cartridges specifically designed for this purpose containing ecarin and factor Xa in order to increase its sensitivity to DTI and AFXa inhibitors, respectively. We have demonstrated that R is the most sensitive TEG parameter to alterations
The DOAC concentrations and the effect on TEG 6s R. *Indicates P < 0.05 compared to baseline level at time 0. The bars represent mean ± SD. (B) The scatter diagram of DOAC concentrations against R. The dotted line represents the 50 ng/mL threshold of the DOAC concentrations. The arrow represents the R value above which the subject is considered to have DOAC concentrations at or above 50 ng/mL for the 3 DOACs examined. R DTI indicates using the DTI channel; R Xa indicates using the AFXa channel AFXa, antifactor-Xa; DTI, direct thrombin inhibitor; MA, maximum amplitude; R, reaction time; SD, standard deviation. a Indicates using the DTI channel. As the "therapeutic ranges" for these agents are not yet defined, increased R above a certain threshold using the DTI channel for patients on dabigatran and AFXa channel for patients on AFXa inhibitors may provide useful information on the concentrations of these agents being below or within the range observed in the major clinical trials with the DOACs.
The TEG ® 6s applies resonance-frequency viscoelasticity measurements and premixed disposable multichannel microfluidic cartridges to bypass the limitations of its prior models. This point-of-care device can provide the measurements on whole blood and eliminates the need for centrifugation. The analyses in the present study were performed within 30 minutes of the phlebotomy, as the subjects examined were not acutely ill. In practice, when dealing with acutely ill patients, the analysis can be performed immediately after phlebotomy. Once the analysis was started, the R times were resulted within 3 to 7 minutes as indicated in Table 1 . The turnaround times, or time from receiving the blood sample in the lab to first result published,
were not calculated, as the subjects were already present in the laboratory and the workflow was not representative of the clinical situation. In acute stroke patients, Seiffge et al 16 were able to measure DOAC concentrations with median turnaround time of 35 minutes (29-75 minutes) using the same chromogenic assays that were used in the present study. To achieve these numbers, their laboratory had these assays available 24 hours a day. Thrombin generation assay in its current format takes up to 2 hours for analysis of DOAC specimens in specialized laboratories. 17 The TEG ® 6s analysis time can therefore be considered competitive in regards to the time efficiency as compared to the other methods currently under investigation.
The baseline values for the reaction time in the present study Limitations of this study include the small number of younger healthy volunteers, rather than patients with atrial fibrillation or thromboembolic disease. The study was furthermore limited due to use of only 3 time points over 3 hours rather than more time points over 12 to 24 hours. For the TEG ® 6s to demonstrate sensitivity and specificity for the presence of DOACs in blood at very low concentrations, future studies need to emphasize measurements at true trough levels. We evaluated only a single dose of the anticoagulants rather than repeated doses at steady-state drug concentrations.
Peak concentrations achieved in the present study were within the range of concentrations documented in clinical studies with patients receiving DOACs for atrial fibrillation or thromboembolism, indicating that the single-dose regimen in the present study was sufficient to obtain adequate blood DOAC concentrations. 18, 19 The thresholds for R to detect the lower range of DOAC concentrations, sensitivities, and specificities displayed in the present study need to be viewed with caution in this feasibility study on 9 healthy volunteers
and were primarily to demonstrate proof of concept. It is expected TA B L E 2 Sensitivity and specificity of R to detect DOAC concentrations above thresholds mentioned that these thresholds may change with a larger pool of healthy subject and patients on DOACs in larger studies under progress.
In conclusion, TEG ® 6s R has the ability to measure the DOACs' effect on hemostasis with significant correlation with DOAC concentrations among the agents examined in this study on healthy volunteers. This novel technology is easy to use with a small amount of whole blood and without the need for a specialized laboratory or expertise. Larger clinical studies on patients receiving therapeutic doses of DOACs are warranted to correlate R and adverse clinical outcome in order for this test to be clinically useful.
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